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American Magnetics, Inc.
Instrument Division

Work Instruction

Title: Model 286CE—Calibration and Checkout

Document No.: TP-286CE

| Rev.: 0

Customer Configuration Sheet

Passcode: @ [E [‘B Model 286CE Serial Number: 9510 'q'q
Assigned to Active Setpoints (%
Channel | Sensor Input: | Calibration Stpoints (%) O/R/atg A”aggt.c’ utput
AB,C,orD|1,230r4| H | A | B | Lo | (/MmN ption
Ch. 1 C | 90 |60 |40 |JO | — C1ov  [44-20mA
Ch. 2 D | 90 [LO Y0 Q0| — C1ov  [A4-20mA
Ch. 3 e
Ch. 4
Active Sensor Oscillator Operating
S;s[:lnsuc;r ,\%;L] Length Serial Serial -{?r%?é Pressure ACF Zero(é) ;fset
P (inches) Number Number d {psia) °
A 1 :
2
3
4
B -1
2
- 3 RSN
4 " =
c 1 170  105-1019-10 18X5-0240 LATM 123348 | —
3 L
D 1 [70 105-1019- 11 [18X5-0Q61 |Acgon [LATM 43348 | —
2 0
3
4

RS-232 Baud Rate: M/ A

HI/LO Relay Outputs Assigned to: [ZIZCJh 1&2 [JCh3&4 Display Contrast Setting:g O Q %

mormal Mode

~ Channel Fill Mode Fill Time Inhibit
Ch. 1 AoLto 6.0 Noane
Ch. 2 Ayro 6.0 one

[] Auto-Changeover Mode

Empty Detection:

Changeover Time:

] Pre-Cool Mode

[ Pre-Cool Time:

Fill Timeout:
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American Magnetics, Inc. Title: Model 286CE—Calibration and Checkout
Instrument Division
Work Instruction Document No.: TP-286CE | Rev.: 0

Customer Configuration Sheet

Passcode: 5] Model 286CE Serial Number: O5-1019- 1.

Assigned to Active ; o
Channel Sensgr Input: | Calibration Setpoints (%) O/R/atg Anal(c))thutput
ABCorD |1.230r4| H | A | B | LO | (%/mn ption
Ch. 1 C | 90 (60 |40 |JO — Cl1ov  A4-20mA
Ch. 2 D ) 90 160 M0 [30 | — [J10v A 420 mA
Ch.4
) Active Sensor " Oscillator Operatin
Sﬁ%suotr N?:r; Length | Serial Serial Ecﬁ?ctj Pﬁessurg ACF Zero(o(/z ;fset
{(inches) Number Number (psia) |
A 1 : g
2
3
Y
B 1
2
3 B
4 v ‘
C 1 Q0.5 105710i9-13 [I3X5-26Q |LN& 1ATM — -
2
3
4
D 1 [30.5 105-1019-14 I8Xs-263 [IND  [IATM | — -
5 .
3
4

RS-232 Baud Rate: A/ A

HI/LO Relay Outputs Assigned to: 526h 1&2 [JCh3&4 Display Contrast Setting:go . O %

@ﬁrmal Mode

Channel Fill Mode Fill Time Inhibit
Ch. 1 Avto 6.0 None
Ch.2 Avto L0 Non e
[] Auto-Changeover Mode i
Empty Detection: iR
Changeover Time:
/[ Pre-Cool ModE‘e
" Pre-Cool Time:
Fill Timeout:
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Manerican Magnetics, Inc, Title: Model 286CE—Calibration and Checkout
I mtrument Division V
VAirk Instruction Document No.: TP-286CE | Rev.: 0
Customer Configuration Sheet
Passcode: 3] 3] Mode! 286CE Serial Number:095-1019 - 6
Assigned to Active Setpoints (%
‘Channel | Sensor Input: Calibration . P () (07/?:]?”) Analc())gtg ztput
AB,C,orD [1,2,3,0r4| H | A | B | LO ° P
Ch. 1 C | q0 |60 (40 120 - 1ov  [M4-20mA
Ch. 2 D - l 90 160 140 130 | - [110V_ [X4-20mA
Ch. 4 '
, ' Active |  Sensor Oscillator Operating P
Sﬁ\nsuczr l\/?ear:n Length | Serial Serial 1?!%% Pressure ACF Zero(fj);fset
P (inches) Number Number d (psia) A
A " -
2
3
4
B 1
2«
C | 1 63 05-1019-7 |18X5-0358 |Acqan [ LATM [I3544 | -
2
3
4 S
D_| 1 [39.62 [05-1019-§ J8X5-0259 Acqon [IATM 16 T4 | —
. 2 . i ’
3 T :
1 4 |
RS-232 Baud Rate: NZ A

HI/LO Relay Outputs Assigned to: [ZfCh 1&2 [JCh3&4 ' Display Contrast Sening:gQ %
[\Z(Normal Mode

Channel Fill Mode ' Fill Time ' Inhibit
Ch. 1 Auto 6.0 Nane
Ch.2 ‘ Auto , 6.0 None

[ Auto-Changeover Mode

Empty Detection:

Changeover Time:

] Pre-Cool Mode

Pre-Cool Time:

Fill Timeout:
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